Recurrent atrial electrode displacement complicating a single lead VDD pacing system.
We describe an unusual complication of single-lead VDD pacing: recurrent advancement of the atrial bipole into the right ventricle. As a consequence, the patient experienced symptomatic pacemaker-mediated tachycardia and underwent two revision operations to achieve adequate fixation of the lead.